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1. INSTALLATION 
To  install  the  application  download  and  unzip  the  package.  The  following 
content is available: 
 

1. deploy704.zip  ~100 Mbytes 
2. ecs.zip     ~500 kbytes 

 
The  first  file  contains  the  MatLab  runtime  libraries  necessary  to  run  the 
application;  the  second  file  contains  the  application  itself.  Once  the  files  are 
downloaded, unzip deploy704.zip in a temporary folder and run MCRInstaller.exe. 
This file will launch an installation wizard that simply installs the libraries. 
Once  the  libraries  are  installed, unzip  ecs.zip  in  a  convenient place which will 
become  the main  folder of  the application. There are no path connections with 
existing applications on the PC which means that this folder can be renamed or 
moved in a different location at any time. 
To start FIONDA click on ecs_gui.exe, a black window  (DOS  terminal) appears 
and,  when  the  necessary  libraries  are  loaded,  the  FIONDA  main  window 
appears as shown in figure 1. 
 

 
Figure 1 FIONDA Main Window. 

 

2. APPLICATION DESCRIPTION 
FIONDA  is  designed  with  many  options  for  flexibility,  but  a  simple  2  step 
process  is  enough  to  obtain  a  filtered picture  saved  on  the  hard drive  in  jpeg 
format keeping the same name as the original nsd file. 
 

2.1. ACTION BUTTONS 
The data operations are performed through the action buttons shown in figure 2. 
 

 



Figure 2 Action Buttons 
 
Each button acts as follow: 
 
Load Data  Loads  the  nsd  file  in  the  MatLab  environment,  creates  and 
temporary stores the scanning parameters file, creates and stores the scan data.  
 
Plot XY plots the data in polar coordinates. The result is a rectangular plot where 
the x axis  is  the radial direction and  the y axis  is  the circumference. If  the filter 
has been applied,  the plot shows  filtered data,  if  the  filter has not been applied 
the plot shows raw data. 
 
Plot Disk plots the data in Cartesian coordinates. The data are mapped on top of 
the  disk  surface with  the  same  orientation  as Niobscan.  If  the  filter  has  been 
applied,  the plot  shows  filtered data,  if  the  filter has not been applied  the plot 
shows raw data. The plot title includes the file name and the date and time. 
 
Analysis applies the filter to the loaded data, plots the results as Plot Disk would 
do and saves a jpeg file with same name as the original nsd file.  
 
Save JPG saves the results in a jpeg file with same name as the original nsd file. 
 
Save NSD  saves  the data  in an nsd  file  that  can be opened with Niobscan  for 
additional data analysis. The file name is changed by adding “_f” at its end. 
 
Close closes the application. 
   

2.2. STATUS LEDS 
The green status LEDs appear when an operation has been completed, as shown 
in figure 1. The following LEDs can appear: 
 
Data loaded    when the nsd file is uploaded in MatLab 
 
Data filtered   when the filter has been applied 
 
JPG saved    when the picture has been generated and saved on the HD 
 
NSD saved      when the data are saved in nsd format 
 
Data calibrated  when the filtered data are calibrated (see options) 



2.3. OPTIONS 
Since the large and slow height changes are eliminated by the filter, the filtered 
images show a more complex pattern with respect to the original nsd data which 
can be confusing.  In order  to consistently compare  the different scanned disks, 
one can use the calibrate option. When this option is checked, a single track with 
a “standard” defect  is added at  the  inner  radius of disk. This single  line  is not 
visible  in  the picture but forces the software to use always the same color scale 
during  the  visualization.  The  “standard”  defects  are  chosen  from  previous 
scanned and analyzed disks and can be modified (see setup).  
When  small,  the defects  are hard  to detect  in  the picture. The  enchant  option 
allows to plot the square of the signal thus to enchant the hot spots with respect 
to the background. 
 

2.4. SETUP 
The  setup button  allows  changing  the  filtering parameters. When pressed,  the 
windows shown in figure 3 appears. 
 

 
Figure 3 Setup window 

 
This window is used to change the source files of the FIR filters. The first column 
identifies the filter used for the points  in a track while the second  identifies the 
filter used along the radial direction. The name of the mat‐file containing the FIR 
polynomial  factors must be   matlabXX.mat where XX  is an arbitrary number. In 
this window one can only change  the arbitrary number  to match  the  file name. 
The  filter  parameters  mat‐files  must  be  placed  in  the  root  folder  of  the 
application. For each of the two filters one must enter the associated delay in the 
two fields named Delay 1 and Delay 2. Since the calibration is performed adding 
a line to the data file, one must be sure to apply this feature only if the dimension 
of  the defect  line  is consistent with  the actual data  file.  In  the Tracks  field one 
must  enter  the  length  in points  of  the defect  line. The defect  line  is  stored  in 
line.mat which can be found in the root folder of the application. This file can be 
changed if necessary. When the data track length does not match the tracks field 



number stated in this window, the calibration is not performed. The data shown 
in  this window are saved  in  filters.ini which  is a  text  file editable with any  text 
editor. This  file contains  five  tab separated numbers  in a single  line  terminated 
with a carriage return and a new line with the following meaning: 

1. number of the track filter 
2. number of the radial filter 
3. delay of the track filter 
4. delay of the radial filter 
5. number of points in a track 

In order to update the file from the setup window one must press the Save File 
button. One  can  also  chose  to  change  the  parameters  in  the window without 
saving the file,  in this case, when going back to the main window, one will use 
the new setup, but when  the application  is closed and  reopened,  the old setup 
will be restored. 
The close button allows going back to the main window.  
The  setup  parameters  are  shown  also  on  the main window  below  the  setup 
button. 
 

3. STANDARD RUN STEP BY STEP 
The standard sequence for data filtering is the following: 

1. Start ecs_gui.exe 
2. Check that the setup options appearing below the setup button are correct 
3. Push the Load file button and chose the data file to analyze 
4. Wait until the file is loaded (check the wait bar appearing as in fig. 4) 
5. A sound plays when the file is loaded and the green LED shows up 
6. Check the suitable options (enchant and/or calibrate) 
7. Push the Analyze button to start the filter 
8. Wait until the data are analyzed (check the wait bar appearing as in fig. 4) 
9. A sound plays when the process is over  
10. A picture of the filtered data appears and the jpeg file is saved 
11. Green LEDs show up according to the options chosen 
12. Close the picture and restart the process from step 3 

 

 
Figure 4 Wait bar 



4. WARNINGS  
The following warnings and alarms have been implemented: 

• When the data file has not been loaded yet: a warning window shows up 
if any action button other than load file is pushed  

• When the close button in the main window is pushed: a warning window 
shows up to confirm the action 

• When  the  close  button  is  pushed  in  the  setup window  after  changing 
some parameters: a warning windows shows up to confirm the action 

• When the length of the defect line is different with respect to the data set 
and one checks the calibrate option: a warning shows up stating that the 
calibration was not performed 
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